Purpose The Salter innominate osteotomy (SIO) in children is traditionally stabilized by Kirschner-wires, which have issues regarding stability, infection and the need to be extracted. To counter these disadvantages, we present a surgical method to stabilize SIO with modern resorbable poly lactic-co-glycolic acid screws. Using a case series of 21 patients treated with SIO for developmental dysplasia of the hip or Legg-Calvé-Perthes disease we evaluate the feasibility of the method.
Introduction
In 1961, Salter introduced the innominate osteotomy that has since lent his name. 1 This basic surgical method has remained remarkably unaltered over the decades. The Salter innominate osteotomy (SIO) is a feasible option for many cases resistant to nonoperative treatment in both developmental dysplasia of the hip (DDH) and LeggCalvé-Perthes disease (LCPD) as well as in various other conditions affecting hip development in children.
The SIO entails a transverse osteotomy proximal to the acetabulum with a subsequent mobilization of the distal part of the osteotomy in a lateral and anterior direction to achieve a better coverage for the femoral head. A bone wedge harvested from the iliac crest is used to maintain the achieved correction of the osteotomy. In the original method, the osteotomy is stabilized by metal Kirschner (K)-wires or Steinmann pins. In most cases, a spica cast is applied postoperatively at six to eight weeks and the K-wires are removed under full anaesthesia at the time of cast removal. Fixation using plates or screws have also been described but is rarely used.
The use of K-wires has, however, been associated with relatively frequent complications. Pin migration, including migration into the pelvic cavity, has been reported [2] [3] [4] and pin-related infections are not uncommon (6.5% reported by Gür and Sarlak). 5 Moreover, mechanical pin failure with deformed or broken pins may greatly impair the stability of the osteotomy and present difficulties for pin removal. Repeated anaesthesia, needed for pin removal, may also be harmful for a growing child. 6 A modified osteotomy not requiring internal fixation has been suggested 7 but the method has not gained popularity, as surgeons probably feel uneasy leaving the osteotomy without fixation. To overcome these limitations, thin (1.5 mm to 2 mm) resorbable pins for SIO have been used to replace the K-wires and have shown good results in a few studies. [8] [9] [10] To our knowledge, however, resorbable pins have not gained widespread use. Screws are inherently more stable than pins and K-wires and poly-L-lactide acid (PLLA) screws provide equivalent stability compared to metal screws, at least in in vitro models for periacetabular osteotomies (PAO). 11 In adults, PLLA screws have been used for rotational acetabular osteotomies with promising results but a few local reactions have been noted. [12] [13] [14] Different biodegradable materials do, however, have markedly different traits. Modern poly lactic-co-glycolic acid (PLGA) implants degrade faster than PLLA but still have the desired stability and cause fewer local reactions. 15 The main advantage of using resorbable screws is that it eliminates the need for implant removal. This reduces risks associated with general anaesthesia and time spent in hospital, as well as costs. Eliminating the need for removal also enables the surgeon to optimize the placement of the screws in ways that are not possible if an implant needs extraction. Better stability and decreased risk for infection compared with K-wires are additional potential benefits.
The aim of the present study is to present a novel surgical method in a case series of SIO in children using modern resorbable PLGA screws for fixation.
Patients and methods
All patients with DDH or LCPD, who between the years 2011 and 2016 underwent the presented modified SIO performed by one orthopaedic surgeon (TL), were included in this case series (n = 21). Patients with neurological, metabolic or joint-affecting general conditions (n = 3) and patients who had earlier undergone a SIO procedure using K-wires on the same hip (n = 1) were excluded. SIO performed during the same time-period by other surgeons were also excluded (n = 2).
Before 2011 K-wires were used for fixation in all SIOs within the department. In 2011 the department transitioned to the use of resorbable screws, using Activa Screw (Bioretec, Tampere, Finland); a 4.5-mm PLGA polymer screw. The 21 patients included are presented in Table 1 .
Surgical methods
The surgical procedure was performed in accordance with the original description of the SIO with two exceptions; the site of bone harvesting and the fixation method. Psoas tenotomy was not deemed necessary in the patients included in this study.
Following the assumption that a larger angle between the fixation material and the osteotomy line provides better mechanical stability, the bone graft was harvested in a more vertical direction compared with the original method. Thereby one fixating screw could be placed through the resulting grafting cleft at an angle closer to perpendicularity towards the osteotomy surface. An additional small bone graft was removed from the anterior iliac crest to facilitate closure of the apophysis after the completion of the osteotomy procedure.
After insertion of the bone graft wedge into the redirected osteotomy, the osteotomy was temporarily stabilized with two 1.6-mm K-wires under fluoroscopy. At least one of the K-wires was placed through the bone graft wedge, usually inserted through the cleft from where the bone graft originally was harvested. The second K-wire was inserted through either the outer or the inner aspect of the iliac bone depending on which direction of fixation provided superior support.
After inspecting the position of the K-wires by fluoroscopy, the screw lengths were estimated. The screw channels were drilled and threaded along the K-wires, and thereafter the selected resorbable screws were inserted using the K-wires as guides. Finally, the K-wires were removed and the excessive parts of the resorbable screws were cut with the hot cautery along the bone surface. Most patients (62%) did not receive a postoperative cast immobilization but were instructed to avoid full weight-bearing for six weeks. The remaining patients (38%) who received a cast were immobilized for six weeks before mobilization was initiated. The screw fixation was considered stable enough and therefore a cast was applied only to patients who were expected to benefit from it, such as some patients with LCPD.
Radiographic evaluation
Pelvic radiographs were obtained from the hospital's picture archive and communication system. The radiograph preceding surgery (0 to four months preoperatively) was used as baseline preoperative radiographs. All postoperative radiographs within 180 days were evaluated. A pelvic osteotomy in a paediatric patient generally shows clear callus formation three to four weeks postoperatively, and 180 days postoperatively was deemed sufficient for a proper evaluation of the short-term radiographic outcome and the integrity of the osteotomy. The radiographs were evaluated by a senior orthopaedic surgeon (PL) using the AGFA Enterprise Imaging Xero Viewer (AGFA health care, version 8.1.3, Mortsel, Belgium) programme using established methods for assessment of acetabular index (AI), Reimer's index and centre-edge (CE) angle. [16] [17] [18] Intraobserver reliability was evaluated by repeated measurements of six of the patients, three weeks 
Data collection of complications
Electronic hospital charts were reviewed for length of hospital stay, surgery time, postoperative complications and clinical result. 
Results

Clinical results and surgical complications
No perioperative complications or iatrogenic injuries were observed and no screw breakage occurred during insertion. No patients experienced postoperative infection, fistula formation or dermatitis during the healing process. One patient (patient 3) fell out of bed the first day postoperatively and landed on his hip, sustaining a collapse of the osteotomy suggesting implant failure. He was a hyperactive boy, who had not received cast immobilization postoperatively.
The mean operating time (time for surgical intervention) for isolated SIO (n = 14) was one hour 34 minutes (1 hour 13 minutes to 2 hours 0 minutes) which is in line with normal operating time in recent papers using K-wires. 20 The mean measured bleeding for isolated SIO cases was 194 ml (50 ml to 400 ml). Patients were discharged from the hospital after on average seven days (4 to 8 days), including the night spent at hospital before surgery.
Radiological results
The relevant parameters for the DDH and LCPD subgroups are presented numerically in Tables 2 and 3 and graphically in Figures 5 and 6 .
It can be observed in Figures 5 and 6 that all patients have a stable AI throughout the postoperative period with the exception of patient 3 (marked in Fig. 6a ). For all patients, predictable development with minor variations was also noted as evaluated by the CE angle and Reimer's index in Figures 5b-c and 6b -c. Subjective expert interpretation of the radiographs yielded that all osteotomies (including patient 3) had healed at the time of the last radiograph. Mean measurements are presented in Table 3 .
Reproducibility of radiograph measurements
The ICC results, calculated as described above, for AI, Reimer's index and CE angle were 0.98, 0.96 and 0.99, respectively. These results show excellent intraobserver reliability.
Discussion
We present a novel surgical method to stabilize a SIO with modern resorbable screws with a case series to demonstrate the feasibility of the method and the implant used. Our series of postoperative radiographs verify the integrity of the osteotomy using both quantitative measurements and expert analysis. We thus conclude that the PLGA screws appear to be strong and durable enough to stabilize the osteotomy as well as or better than K-wires. The ability to insert the screws from optimal angles to stabilize the bone wedge and osteotomy, without having to consider implant removal, was greatly appreciated by the surgeon. The additional surgical time needed for screw insertion never exceeded more than a few minutes and presented no technical difficulties. According to our hospital's economic department the cost of two 4.5-mm Activa Screws is approximately €430 including disposable instruments for insertion while the cost of a minor daycare surgical procedure including anaesthesia and ward time amounts to a minimum of €800. Using resorbable screws and avoiding a second surgery is thus also feasible from a cost-benefit point of view.
The aim of this method was not to present the quality of our SIO per se but rather to demonstrate the feasibility of the method and the stability of the fixation. Nonetheless, the correction achieved by the osteotomy (Tables 2  and 3 ) is in line with expected results compared with contemporary publications. 21, 22 The smaller correction seen in the LCPD group can be expected since surgery should be performed at an early stage, before major femoral head deformation or pronounced acetabular dysplasia is seen.
The majority of our SIO patients did not receive a postoperative cast immobilization and the implants were therefore subject to mechanical stress but still remained stable. A pelvic osteotomy subject to a 1-m direct fall on the pelvis will probably lead to implant breakage regardless of the type of implant. Thus, our implant failure in patient 3 rather supported the kind of force needed to break the resorbable screws. Our clinical lesson learned from this patient was to pay better attention to hyperactivity disorders when making decisions on postoperative cast immobilization. The general stability of the osteotomy presented in this case series is in line with results from Periacetabular osteotomies (PAO) in an adult population using PLLA screws. 12, 13, 23 The paediatric pelvis and SIO as a method are, however, markedly different from an adult pelvis and PAO-osteotomies in many ways. We have found no previous scientific papers on resorbable screws for SIO and our results are thus of potential general interest. The benefits of using resorbable screws in children are more obvious since no hardware needs to be removed and a second anaesthesia and surgery can therefore be avoided. Using resorbable pins is, in our opinion, a less than optimal choice since they probably provide equivalent or even inferior stability as compared to K-wires and with no inherent pull-out strength.
We had no local reactions to the PLGA screws as opposed to a few isolated cases noted by colleagues using PLLA screws for adult pelvic osteotomies 13, 14, 24 nor any radiological signs of osteolysis. This result is in line with the resorption pattern of PLGA screws, which degrade more quickly than PLLA but more slowly than PGA and with few local reactions. 25, 26 Early generations of polyglycolide (PGA) implants led to initial caution in the use of resorbable screws due to low strength and durability as well as local reactions and sinus formations. 27 These difficulties have diminished in later generations of implants using mainly PLLA and PLGA, which degrade slower than PGA. 28, 29 PLLA implants provide good stability and cause only moderate local reactions but take years to biodegrade and are thus probably less suitable for growing individuals.
Our study has obvious limitations as a retrospective case series of 21 patients with two different diagnoses. As a proof of concept and feasibility we find our results promising enough to warrant continued clinical application and further research. Many factors influence the radiographic measurements of the parameters in question. Tilting of the pelvis or sub-optimal angles of the radiographs can have a significant impact on the measured values. It has been shown that qualified radiologists have adequate but variable agreement on standardized values like the AI. 30, 31 These factors combined indicate that any given measurement may not be a completely reliable representation of the anatomy of the pelvis even if the ICC in our series is excellent. We do, however, find our series of measurements reliable as the general trend is obvious in descriptive graphs. Minor inconsistencies are likely to represent a suboptimal radiograph or difficulties in measuring due to healing and callus formation.
Conclusion
We present a surgical method on how PLGA screws can be used to stabilize a SIO. In our case series, the implants provided sufficient stability and caused no local reactions. Moreover, the use of resorbable implants gave the 
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